[The test of a centrifugal hematology system for use in clinical practice].
The QBC is a centrifugal haematology system. Modified haematocrit capillaries are measured optically. The parameters haematocrit, total leukocyte count, relative and absolute values of granulocyte and lympho-/monocyte fractions, and total thrombocyte count are stated. The microhaematocrit method, the counting chamber, and the differential blood count are reference methods. Blood samples of the dog, cat and horse were used for the study. As a screening method the QBC analysis meets all requirements for the veterinary practice.